









































































































































































































































1 Tempﬂﬂz W.hegud (ARl g s T
Temp*3 -0.0001465 -1.092E-08
GPITF_MAGY_MODEL GPIT-F Magpsig,Y Magel,

(Master) C
AV mw- ﬁl., f

Temp™0 -451.4 -4.927
Temp™ 9.928 0.0002914
Temp™2 -0.1054 -3.8E-06
Temp™3 0.000482 1.528E-08
GPITF_MAGZ_MODEL GPIT-F Magneto Z Model
(Master)

Rmagz*0 Rmagz™™1
Temp*0 173.9 4.869
Temp*™1 -1.439 -0.0002492
Temp**2 0.02127 3.759E-06
Temp*3 -0.0001184 -1.511E-08

Perpendicular Correction for Magnetometer
Master (EEPROM): 00:00:00 02-Dec-2011
GPITF_MAG_AXIS_MODE GPIT-F Magneto Axis Model
L (Master)
Data**0 Data**1 Data**2 Data**3 Data**4 Data**5 Data**6

Temp**0 -0.002381 -0.003069 0.0036 0.003415 0.005175 -0.002981 0
Temp™1 -1.274E-06 5.122E-06 -1.226E-05 8.614E-07 -5.779E-06 2.456E-06 0
Master (EEPROM): 00:00:00 30-Nov-2011
GPITF_ELEC_COEFF1 GPIT-F Electronic Coeff 1
(Master)

Data**0 Data**1
Temp**0 -3.024 250.1
Temp™1 0.006361 -0.03625
Temp*2 -7.158E-05 0.0006636
Temp™3 8.221E-07 -3.942E-06
Temp™4 -2.516E-09 6.521E-09
GPITF_ELEC_COEFF2 GPIT-F Electronic Coeff 2
(Master)

Data™0 Data™1
Temp™0 -2.523 2497
Temp™1 0.03611 0.005485
Temp™2 -0.0008021 -0.0001176
Temp*3 7.042E-06 1.373E-06
Temp™4 -1.986E-08 -5.835E-09
GPITF_ELEC_COEFF3 GPIT-F Electronic Coeff 3
(Master)

Data**0 Data**1
Temp*0 -4.067 2497
Temp™1 102031 0.4,131
Temp™*2 C ( -Jodoxo - 363
Temp*3 2.948E-06 2.813E-06
Temp*4 -8.046E-09 -9.092E-09




Master (EEPROM): 00:00:00 30:Ngv-
GPITF_ELEC_COEFF4 GPIT-F Elﬁ
(Master)
Data**0 Data**1
Temp™0 -2.108 0.1279
Temp™1 0.006593 5.348E-06
Temp*2 -0.0001528 -1.187E-07
Temp™3 1.477E-06 1.066E-09
Temp*4 -3.373E-09 -3.611E-12
GPITF_ELEC_COEFFS GPIT-F Electronic Coeff 5
(Master)
Data**0 Data**1
Temp™0 -2.108 0.1279
Temp™1 0.006593 5.348E-06
Temp™2 -0.0001528 -1.187E-07
Temp*™3 1.477E-06 1.066E-09
Temp™4 -3.373E-09 -3.611E-12
GPITF_ELEC_COEFF6 GPIT-F Electronic Coeff 6
(Master)
Data**0 Data**1
Temp*0 -2.108 0.1279
Temp**1 0.006593 5.348E-06
Temp*2 -0.0001528 -1.187E-07
Temp™3 1.477E-06 1.066E-09
Temp™4 -3.373E-09 -3.611E-12
DSLT-H (Digitizing Sonic Logging Tool - H) Calibration - Run ONE
Primary Equipment :
Sonic Logging Sonde E supports 3'-5'BHC DT and CBL/VDL SLS-E
CBL Normalization - CBL Accumulations
Master:
Measurement Unit Phase Nominal Low Limit Actual High Limit | | 1 ]
Upper Far Amplitude - 0 Master | @ @ 0— | @ —— | - | e E
Upper Near Raw Amplitude - 0 mv Master | = - | e e e :I:
Lower Far Amplitude - 0 Master | @ — | @ e | e | e C— 1T 1
Lower Near Raw Amplitude - 0 mv Master |  — | = | = | e I
CBL Normalization - CBL/VDL Coefficients
Master:
Measurement Unit Phase Nominal Low Limit Actual High Limit | 11
CBL Correction Factor for UT Master 3.500 2.700 NOT DONE 4.300 CIT L 11
CBL Correction Factor for LT Master 2.500 1.700 NOT DONE 4.300 C— I 11
VDL Ratio between UT and LT for CBLB Mode Master 1.000 NOT DONE I
CBL Free Pipe Adjustment - Free Pipe Measurement
Before:
Measurement Unit Phase Nominal Low Limit Actual High Limit | | 1 |
CBL Amplitude - 0 mVy Before | @0 o | e | e e :l:
CBL Reference Amplitude (CBRA) - 0 BEde YO T NF NI A T — | — :I:
Measurement Depth - 0 ide RN J¥ /,IN A/ MANL s~ | — I |
CBL Free Pipe Adjustment - CBL Amplitude Coefficient
Before:
Measurement | Unit | Phase Nominal | Low Limit Actual High Limit | | 1 |




CBL Adjustment Factor Before 1.000 0.200 NOT DONE 5.000
Depth of Before Calibration ft Before NOT DONE :I:
HDRS-H (HILT Density and R)@
Primary Equipment :
HILT High-Resolution Control Cartridge, 150 degC HRCC-H 4717
HILT Resistivity Gamma-Ray Density Device, 150 degC HRGD-H 4700
Auxiliary Equipment :
HRDD Backscatter Detector Backscatter
HRDD Short Spacing Detector Short Spacing 27727
HRDD Long Spacing Detector Long Spacing 28642
HILT High-Resolution Control Cartridge, 150 degC HRCC-H 4717
HILT High-Resolution Mechanical Sonde, 150 degC HREMS-H 3969
Gamma-Ray Logging Source Pressure Vessel GPV-Q
Calibration Parameter :
Small Ring Size (Caliper Calibration Small Ring) 8.00
Large Ring Size (Caliper Calibration Large Ring) 12.00
HDRS Caliper Calibration - Caliper Accumulations
Before (Measured): 17:55:20 20-Aug-2014
Measurement Unit Phase Nominal Low Limit Actual High Limit
Small Ring in Before 8.00 6.00 6.86 10.00
Large Ring in Before 12.00 9.00 11.34 15.00
HDRS Density Calibration - Inversion Results
Master (Measured): 12:29:23 08-Aug-2014
Measurement Unit Phase Nominal Low Limit Actual High Limit
Rho Aluminum g/cm3 Master 2.596 2.586 2.595 2.606
Rho Magnesium g/cm3 Master 1.686 1.676 1.692 1.696
Pe Aluminum Master 2.570 2.470 2.509 2.670
Pe Magnesium Master 2.650 2.550 2.655 2.750
HDRS Density Calibration - Deviation Summary
Master (Measured): 12:29:23 08-Aug-2014
Measurement Unit Phase Nominal Low Limit Actual High Limit
BS Average Deviation % Master 0 -0.6000 0.2626 0.6000
BS Max Deviation % Master 0 -1.6000 0.5102 1.6000
SS Average Deviation % Master 0 -1.0000 0.6253 1.0000
SS Max Deviation % Master 0 -2.5000 1.1040 2.5000
LS Average Deviation % Master 0 -1.5000 1.1384 1.5000
LS Max Deviation % Master 0 -3.5000 2.1890 3.5000
HDRS Density Calibration - Background Summary
Master (Measured): 12:29:23 08-Aug-2014 Before (Measured): 17:57:11 20-Aug-2014
Measurement Unit Phase Nominal Low Limit Actual HighLimit |[__ T ]
BS Window Ratio Master 1.0000 0.7350 | 1 |
Before 0.7350 0.6982 0.7321 0.7717 CI 1]
Before-Master | == | - 0.0029 | e | — —
BS Window Sum 1/s Master 1 22897
Before 22897 21752 22854 24042
Before-Master | -~ | = - 43 | - C— 1T 1
SS Window Ratio Master 1.0000 0.4819 | .
Before 0.4819 0.4578 0.4757 0.5060 CI N 11
Before-Master [ —- | 0.0062 | - C— 1T
SS Window Sum /s Master 1 10348 C 1T 1
10314 oses | [T T
----- o | e m—
LS Window Ratio 1. 2977 | . —
Before 0.2977 0.2829 0.2949 0.3126 CI 11
Before-Master | - | e -0.0028 | @ e E
LS Window Sum 1is Master 1 1275 :I:




Before 1275 1211 1274 1338 EIE
Before-Master | - | e N N I — I
i i i - - ipli i (]
HDRS Density Calibration - Photo-multiplier High Volta
Master (Measured): 12:29:23 08-Ad5-201 120-Aug-2014
Measurement ij 4 HighLimit |1 ]
BS PM High Voltage v Master 1487 E
Before 1000 1523 2400 EIE
Before-Master | - -100 36 100 EE.:I:
88 PM High Voltage vV Master 1653 ::
Before 1000 1650 2400 CI 11
Before-Master | - -100 -3 100 CI W 11
LS PM High Voltage v Master 1634 :I:
Before 1000 1625 2400 EE.:I:
Before-Master | - -100 -9 100 | | . | |
HDRS Density Calibration - Crystal Quality Resolutions
Master (Measured): 12:29:23 08-Aug-2014 Before (Measured): 17:57:11 20-Aug-2014
Measurement Unit Phase Nominal Low Limit Actual High Limit | —— 1]
BS Crystal Resolution % Master 8.00 11.06 15.00
Before 5.00 1.7 25.00
Before-Master | - -1.00 0.65 1.00
SS Crystal Resolution % Master 7.00 10.88 14.00
Before 5.00 10.64 20.00
Before-Master | - -1.00 -0.24 1.00
LS Crystal Resolution % Master 7.00 9.01 14.00
Before 5.00 9.30 20.00
Before-Master | - -1.00 0.29 1.00
HDRS MCFL Calibration - MCFL Accumulations
Before (Measured): 14:13:44 20-Aug-2014
Measurement Unit Phase Nominal Low Limit Actual High Limit |1 ]
Main Resistivity ohm.m Before 3875 3565 3839 4185 | | . I |
Deep Resistivity ohm.m Before 3830 3524 3805 4136 D:.:E
Shallow Resistivity ohm.m Before 3830 3524 3822 4136 D:.:E
HGNS-H (HILT Gamma-Ray and Neutron Sonde, 150 degC) Calibration - Run ONE
Primary Equipment :
HILT Gamma-Ray and Neutron Sonde, 150 degC HGNS-H
Auxiliary Equipment :
HGNS Accelerometer, 150 degC HACCZ-H 5118
AmBe Neutron Logging Source NSR-F 687
Calibration Parameter :
Water Temperature
Housing Size
JIG-BKG (Jig minus background reference) 165
HGNS Accelerometer Calibration - Accelerometer Accumulations
Before (Measured): 14:14:02 20-Aug-2014
Measurement Unit Phase Nominal Low Limit Actual HighLimit |1 ]
AZ Vertical Measurement ft/s2 Before 32.2 31.5 32.1 328 I | . I |
HGNS Accelerometer EEPROM - Accelerometer EEPROM Read
Master (EEPROM): 00:00:00 15-May-2006
Measurement Unit Phase Nominal Low Limit Actual High Limit | | | ]
Accelerometer Manufacturer Master QAT_160 | l |
Accelerometer Reference Temperature degF Master 30.2 77.0 122.0 EE.:I:
Accelerometer Coefficients -0~ L, |« Master 1 o | e .| 2000000 | @ —— E
Accelerometer Coefficients - 1 @1 ----- :I:
Accelerometer Coefficients - 2 ©02 | :I:
Accelerometer Coefficients - 3 Master | = - | e 0.000 | @ - :I:
Accelerometer Coefficients - 4 Master | = ——- | 2747 | - ::
Accelerometer Coefficients - 5 Master | = —- | @ - 0.000 | - | l |




Accelerometer Coefficients - 6 Master | = @ —- | @ = 0.000 | - ::
Accelerometer Coefficients - 7 Master | = - | e 0.000 | @ - :I:
Accelerometer Coefficients - 8 Master | = @ —- | @ - 299100 | 0 - ::
Accelerometer Coefficients - 9 & sir - W:}% ----- T ]
HGNS Neutron Calibration - H 0 C i
Master (EEPROM): 13:42:32 21-Jul-2014 Before (Measured): 17:55:30 20-Aug-2014
Measurement Unit Phase Nominal Low Limit Actual High Limit
Near Zero Measurement 1/s Master 0 5.0 27.7 40.0
Before 0 5.0 28.0 40.0
Before-Master | - 4.2 0.3 4.2
Far Zero Measurement 1/s Master 0 5.0 28.5 40.0
Before 0 5.0 3.9 40.0
Before-Master | - 4.3 3.4 4.3
Near Plus Measurement 1/s Master 6031.0 4700.0 5186.0 6500.0
Before | @@= 0w | e e e
Before-Master | o~ | e e e
Far Plus Measurement 1s Master 2793.0 1900.0 2121.0 2500.0
Before | = @ — | @ — | - | =
Before-Master | @ —- |  —— | = | e
Near Corrected Plus Measurement 1/s Master 4700.0 5159.0 6900.0
Before | @@= 0o | e e e
Before-Master |  ——- | e e e
Far Corrected Plus Measurement 1/s Master 1900.0 2093.0 2900.0
Before | @@ 0w | e— | = e
Before-Master | === | e | e e
HGNS Gamma-Ray Calibration - Gamma-Ray Accumulations
Before (Measured): 09:06:44 17-Aug-2014 Expired by 2 days
Measurement Unit Phase Nominal Low Limit Actual Hightimit | [T ]
RGR Zero Measurement gAPI Before 30.0 0 49.2 120.0 :[.:E
RGR Plus Measurement gAPI Before 185.4 1571 178.0 206.3 EE.:E
GR Calibration Gain Before 0.89 0.80 0.93 1.05 CTIT ]
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